[Complication due to invasive hemodynamic monitoring: formation of vast hematoma of the thigh].
The paper describes a case of the hemorrhagic event--as high as 1500 ml hematoma--resulting from femoral arterial catheterizing puncture for invasive hemodynamic monitoring in a seriously ill neurological care unit patient. The causes of this complication and possible ways of its prevention are discussed.